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A Monte Carlo simulation code known as ESQUEMA has been developed by the Nuclear Metrology
Laboratory (Laborato´rio de Metrologia Nuclear—LMN) in the Nuclear and Energy Research Institute
(Instituto de Pesquisas Energe´ticas e Nucleares—IPEN) to be used as a benchmark for radionuclide
standardization. The early version of this code simulated only bg and ecg emitters with reasonably
high electron and X-ray energies. To extend the code to include other radionuclides and enable the code
to be applied to software coincidence counting systems, several improvements have been made and are
presented in this work.
& 2012 Elsevier B.V. All rights reserved.1. Introduction
The Monte Carlo simulation code ESQUEMA [1,2] developed by
the Nuclear Metrology Laboratory (Laborato´rio de Metrologia
Nuclear–LMN) in the Nuclear and Energy Research Institute (Instituto
de Pesquisas Energe´ticas e Nucleares–IPEN) can be used as a bench-
mark for radionuclide standardization by calculating the expected
extrapolation curve and considering the parameters of the radio-
nuclide decay chain and the detailed characteristics of the detection
system. In this code, the detector response functions are calculated
using a radiation transport Monte Carlo code. The results are used to
solve the coincidence equations, allowing simulation of an entire
experiment from the detection mechanism to the output spectra and
activity results. A modiﬁed version of this code was applied to a
4pb(PS)g coincidence system [3], which uses plastic scintillators in
a 4p geometry, and the corresponding response functions were
calculated using the PENELOPE software package [4].
The early version of ESQUEMA [1,2] applied to 4pb(PC)g
systems considered only bg and ecg emitters with reasonably
high electron and X-Ray energies (tens of keV), and the response
functions were calculated using MCNP-4C [5]. Despite this limita-
tion, the code was able to successfully simulate several radio-
nuclides [1,2,6,7]. To update the transport code to utilize MCNPX
[8] and to extend ESQUEMA to include other radionuclides,ll rights reserved.
ticas e Nucleares,
C.P. 11049, Pinheiros,
779; fax: þ55 11 3133 9960.several improvements were implemented and are discussed in
the present work.
This code was devised for general application, but the present
work is focused on the following radionuclides: 22Na, 99mTc, 177Lu,
198Au, 123I and 152Eu, which were experimentally standardized
using the LMN and compared against the Monte Carlo simula-
tions. With the exception of 152Eu, experimental results for these
radionuclides have already been published in the literature
[9–13], and thus, only a brief review is given here. In the case of
152Eu, detailed discussions on the measurements and results are
provided in the present paper.2. Methodology
2.1. Coincidence equations
A full description of the coincidence equations can be found
elsewhere [e.g., [14–16]]. The general formulae applied to the
coincidence measurements are given by:
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where Nb, Ng and Nc are the beta, gamma and coincidence
counting rates, respectively; N0 is the disintegration rate; ai and
M.S. Dias et al. / Nuclear Instruments and Methods in Physics Research A 698 (2013) 177–184178bij are the intensity per decay of the i-th beta transition and the
relative intensity of the j-th transition with respect to the i-th
transition; n is the number of daughter transitions following the
i-th beta transition; m is the number of beta transitions; ebi is the
beta efﬁciency associated with the i-th beta transition; egij , and
ebgij are the gamma detection efﬁciency and the gamma efﬁciency
of the beta detector, respectively, associated with the ij-th
transition; eceij and e(X,A)ij are the conversion electron detection
efﬁciency and the Auger electron or X-ray detection efﬁciency,
respectively, associated with the ij-th transition, and eceij and aij
are the gamma-gamma coincidence detection efﬁciency and the
total internal conversion coefﬁcient of the ij-th transition.
An estimate of the beta efﬁciency may be derived using:
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The extrapolation curve is obtained by plotting NbNg/Nc vs.
(1Nc/Ng)/Nc/Ng, and the disintegration rate N0 is obtained in the
limit in which the beta efﬁciency parameter goes to one: Nc/Ng-1
implies NbNg/Nc-N0. The term (1Nc/Ng)/(Nc/Ng) is usually called
the inefﬁciency parameter. For radionuclides that decay through
electron capture, the symbol b should be changed to ec in the
above equations.
The purpose of the Monte Carlo code ESQUEMA is to provide a
theoretical plot of NbNg/Nc vs. (1Nc/Ng)/(Nc/Ng) to simulate the
extrapolation curve. To achieve this goal, all details of the decay
scheme and the detection system must be considered. The use of
this code is important because the experimental efﬁciency of a
4p(PC) detector is never one and may be quite low in some cases,
for example, for radionuclides that decay through electron cap-
ture. Therefore, a reliable curve must be accurately extrapolated
from the maximum experimental efﬁciency to 100% to obtain the
activity of the radioactive source.
Some radionuclides decay through a mixture of processes,
such as b , bþ and electron capture, with different branching
probabilities. When only two branches are considered, for
instance, b and electron capture, high-order terms may be
neglected, and a simpliﬁed coincidence equation may be used:
N4p
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Or alternatively,
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where N4p is the total counting rate of the 4p(PC) detector; eb is
the efﬁciency parameter for the beta branch Nc=Ng
 
b; eec is the
efﬁciency parameter for the electron capture branch Nc=Ng
 
ec
; N0
is the radioactive source activity; a1, a2, a
0
1 and a
0
2 are ﬁtting
parameters.
Eq. (4) provides the value of the electron capture decay branch
probability from the ratio a01=a
0
2.
To properly simulate Eqs. (3) and (4), the Monte Carlo simula-
tion must include two sets of decay branches as input para-
meters: one for the b transition and another for the electron
capture transition. This conﬁguration is equivalent to simulating
two radionuclides in a single run and was applied to the 152Eu
calibration.
The ﬁnal activity value is obtained using a Least Square ﬁtting
procedure that considers the following Chi-Squared value:
w2 ¼ y!expN0 y!MC
 	T
V1 y
,
expN0 y!MC

 
ð5Þwhere y
!
exp is the experimental vector of NbNg/Nc; y
!
MC is the
NbNg/Nc vector calculated from the Monte Carlo with unit activity;
N0 is the activity of the radioactive source; V is the total
covariance matrix, including both experimental and calculated
uncertainties; and T represents the matrix transposition.
A series of simulated values are calculated using a wide range
of beta efﬁciency parameters and small efﬁciency intervals. The
theoretical value to be used in Eq. (1) is obtained using linear
interpolation to the corresponding experimental efﬁciency.
In the case of mixed-decay radionuclides, the experimental
and simulated vectors, y
!
exp and y
!
MC , should be substituted with
the left term given by Eq. (3), and the corresponding pair of
experimental efﬁciencies, eb and eec, must match the simulated
pair.
2.2. Experimental setup
Two coincidence systems, called I and II, were used in the
experiments. These systems are composed of a 4p gas-ﬂow propor-
tional counter (PC) coupled to one or two NaI(Tl) crystals. In System I,
a thin aluminum window is provided to allow the NaI(Tl) detector to
perform X-ray measurements. Alternatively, this system can be
operated at high pressures, up to 1.0 MPa, and coupled to an HPGe
spectrometer for high resolution gamma-ray measurements if neces-
sary. In System II, a pair of 50.8 mm76.2 mm NaI(Tl) scintillators
are coupled in a sandwich geometry, and a 3.0 mm thick wall at
the PC counter allows only high energy (4100 keV) photons to be
detected by the scintillators.
The standardizations described in the present work span
several years, and the LMN electronic setup has undergone
several improvements over this period. The standardization of
22Na was performed using an old electronic system consisting of
standard coincidence and timer/counter NIM modules [17]. The
electronic system used in the 177Lu, 198Au and 123I standardiza-
tions was improved by replacing some of the electronic modules
with a Time to Amplitude Converter (TAC) [17,18], and the
activity was calculated using the CONTAC [19] software devel-
oped at the LMN.
A Software Coincidence System (SCS) was used for the stan-
dardizations of 99mTc and 152Eu. This system is based on the
National Instruments PCI-6132 card, capable of up to four
independent analog inputs, and the signals were processed using
the NI LabVIEW 2010 Platform acquisition program [20–22].
Information about the pulse height and time of occurrence were
registered for both the beta and gamma channels along with a
third channel corresponding to a reference pulser to check dead-
time corrections. The activity was calculated using a software
coincidence code called SCTAC [23], also developed at the LMN.
2.3. Radionuclides to be simulated by the Monte Carlo code
Certain improvements made to the Monte Carlo code, related
to detection system geometry and photon detection in the PC
counter, may affect the radionuclide simulations; these improve-
ments are described in Sections 2.4.1 and 2.4.2, respectively.
A few special radionuclides standardized by the LMN required
speciﬁc additional improvements. The decay characteristics of
these radionuclides and their special requirements are detailed in
Sections 2.3.1–2.3.3. The corresponding necessary improvements to
the Monte Carlo simulations are described in Sections 2.4.3–2.4.6.
2.3.1. 22Na
This radionuclide decays by bþ emission in 90.3% of decays
and by electron capture in 9.64%, mostly to the 1274 keV excited
state of 22Na [24]. The experimental procedure developed by the
Pb shield 
NaI(Tl)
HPGe
(PC)
Fig. 1. Schematic diagram of the LMN Coincidence system I for radionuclide
standardization. The NaI(Tl) scintillator is positioned above the 4p detector and
the HPGe spectrometer is placed below. Lead shield is the gray region. The
surrounding circle corresponds to the escape sphere in Monte Carlo calculation.
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parison with PTB mediated by the BIPM [25], and the measure-
ments were performed using both Systems I and II. In System I,
the HPGe detector was replaced by a 50.8 mm76.2 mm NaI(Tl)
scintillator. The PC efﬁciency was altered due to the addition of
external absorbers above and below the radioactive sources. Two
gamma windows were used for the calibration: the ﬁrst at the
1274 keV total absorption peak and the second at the
(511þ1274) keV summed peak. A more detailed description of
the experimental procedure developed by the LMN for this
standardization is provided elsewhere [9,25].
The ﬁrst improvement necessary to simulate these experi-
ments was the addition of a positron response function for the PC
counter. An additional effect had to be considered in the calibra-
tion that selected the gamma-ray window at the 511 keV annihi-
lation peak or at the summed peak: the variation of the
annihilation photon detection efﬁciency due to variations in the
positron position inside the PC counter. The conventional
response functions for the NaI(Tl) scintillators had to be changed
to account for this effect.
2.3.2. 99mTc
This radionuclide decays primarily to 99Tc with very weak
b emission [26]; therefore, conventional bg or ecg coin-
cidence techniques are not suited to detecting the decay. How-
ever, System I provides a thin window in the PC counter that
allows X-ray measurements by the NaI(Tl) scintillator. This
feature enables the use of coincidence between conversion
electrons measured at the PC counter and the K X-rays following
this process, measured at NaI(Tl) scintillator. The experimental
procedure developed by LMN to standardize this radionuclide is
described in detail elsewhere [10].
The previous version of ESQUEMA did not consider coinci-
dences between conversion electrons and X-rays. An extension to
lower energies had to be incorporated in the NaI(Tl) photon
response functions, and MCNPX input geometry was ﬁnely tuned
to describe the strong attenuation of low-energy photons in the
detection system materials. A new loop in the code was added to
calculate the necessary parameters, spectra and extrapolation
curves for this radionuclide.
Changing the PC efﬁciency by adding absorbers above and
below the radioactive sources is difﬁcult for this radionuclide due
to its short half-life. Instead, implementing pulse height discri-
mination in the software coincidence system, described in Section
2.2, turned out to be much more convenient. To utilize this
procedure, the experimental and simulated PC spectra must be
in good agreement. Therefore, resolution effects in the PC counter
had to be included in the simulation.
2.3.3. 152Eu
The experimental standardization of 152Eu using the
4pb(PC)g coincidence method is described in the present work.
This radionuclide decays by electron capture in 72.1% of decays,
bþ emission to 152Sm in 0.027% of decays and b emission to
152Gd in 27.9% of decays [27]. Neglecting the bþ contribution,
there are two main branches to consider: electron capture and
bemission. In addition, this nuclide undergoes a multitude of
gamma transitions. Therefore, it was necessary to use an HPGe
detector and to build up a photon response function for this
detector by applying the MCNPX code with a narrow energy bin
(1 keV).
Because both decay branches contribute to the HPGe gamma-
ray spectra, the Monte Carlo simulation must include two input
decay data tables, one for each branch. The ﬁnal gamma-ray
spectrum is a mixture of all gamma-rays that appear in the decayscheme, considering each individual intensity and detection
efﬁciency.
The activity is obtained using a double extrapolation curve,
considering the inefﬁciency parameter for each decay branch,
given by Eqs. (3) and (4), and selecting two gamma-ray windows:
one for the electron capture branch and another for the
b branch. The Monte Carlo simulation should be capable of
predicting this bi-parametric extrapolation curve for comparison
with experiment.2.4. Improvements in the Monte Carlo simulation
2.4.1. Detection system geometry
In the early version of ESQUEMA [1,2], a simpliﬁed geometry
that included only the 4p gas-ﬂow proportional counter and a
single NaI(Tl) scintillator was used in the MCNP calculations. At
that time, MCNP-4C was used [5]. In the new version, all
components surrounding the detectors were included, and the
detailed geometry and materials of both systems were consid-
ered, including the radioactive source substrate.
The new models developed for Systems I and II are shown in
Figs. 1 and 2, respectively. These drawings were produced using
the VISED software included in the MCNP5 package [8]. In Fig. 1, a
NaI(Tl) scintillator is positioned above the 4p detector, and an
HPGe spectrometer is placed below. In Fig. 2, a pair of NaI(Tl)
detectors are positioned above and below the 4p(PC) detector in a
sandwich geometry. The detailed radioactive source holder con-
ﬁguration is presented in the zoomed ﬁgure at upper right. Region
A is the radioactive source substrate, Region B is the 20 mg cm2
Collodion ﬁlm substrate coated with a 10 mg cm2 gold layer
in which the aliquot of radioactive material is deposited, and
Region C is the 0.1 mm thick stainless steel holder. The surround-
ing circle in both ﬁgures corresponds to the escape sphere in the
Monte Carlo calculation.
The detector position was checked by placing standard
gamma-ray sources inside the 4p(PC) detector and comparing
the experimental peak efﬁciency with the MCNPX predictions at
several gamma energies for both the NaI(Tl) scintillators and
HPGe spectrometer.
Pb shield 
(PC)
C
B
A
NaI(Tl)
Fig. 2. Schematic diagram of the LMN Coincidence system II for radionuclide
standardization. The pair of NaI(Tl) detectors are positioned above and below the
4p detector. Lead shield is the gray region. Detailed radioactive source holder
conﬁguration is zoomed in at upper right side. Region A is the radioactive source
substrate; region B is the Collodion ﬁlm and region C is the stainless steel holder.
The surrounding circle corresponds to the escape sphere in Monte Carlo
calculation.
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in the 4p(PC) detector were calculated using MCNPX at 196
energies from 1.4 keV to 4000 keV. The number of histories
followed was 5104 at each energy. The spectra of energy
deposited by photons in the HPGe detector were calculated for
3029 energies from 12 keV to 3035 keV in 1-keV bins. The same
energy range was covered in 4 keV bins for photon detection with
the pair of scintillators in System II. In both cases, 2106
histories were followed at each photon energy.2.4.2. Gamma-ray and X-ray detection in the proportional counter
A second improvement was the inclusion of gamma-ray and
X-ray detection in the proportional counter. The gamma-ray
detection efﬁciency corresponds to ebc in Eq. (1). X-ray detection
is related to electron capture or conversion electron effects
following radionuclide decay. Possible gamma-gamma coinci-
dence between the PC counter and the scintillators was also
considered by determining the fraction of energy deposited by the
scattered gamma-ray in each detector.
The photon detection efﬁciency of a 4p gas-ﬂow proportional
counter is usually below 0.5% over a wide range of photon
energies (20–2000 keV) but becomes large at very low
(o10 keV) or very high photon energies (43000 keV). This effect
was considered by generating a new response table in MCNPX,
which was included as input data to ESQUEMA. The differential
energy spectra of photons in the 4p(PC) detector were calculated
for 740 energies from 4 keV to 2992 keV in 4-keV bins. The
number of histories followed was 2106 at each energy.
Whenever beta or electron capture radiation (X-ray or Auger
electron) is not detected in the PC counter and is not accompanied
by a conversion electron, gamma-ray detection becomes possible
and its contribution to Nb is calculated. An X-ray from electron
capture decay can also be directly detected in the 4p(PC) detector.
This effect has been added to Auger electron detection and was
already incorporated in the early version. This effect is important
for intermediate nuclei such as 54Mn, for which the K X-rayenergies are only a few keV and the detection efﬁciency may thus
be high.
2.4.3. X-ray detection in the NaI(Tl) scintillator from conversion
electron process
The use of a thin window in the PC detector in System I allows
X-ray detection in the NaI(Tl) scintillator. Therefore, it becomes
possible to measure coincidences between conversion electrons
and X-rays. This effect is very important for certain radionuclides,
e.g., 99mTc, for which the absence of beta emission and electron
capture processes complicates the direct use of the coincidence
formalism. For this purpose, the deposited energy spectra of
photons in the NaI(Tl) detector of System I were calculated using
MCNPX at 760 energies from 12 keV to 3048 keV in 4-keV bins.
2.4.4. Resolution effects in the 4p(PC) counter
A standard method of determining the radioactive source
activity is to plot the extrapolation curve as discussed in Section
2.1. This curve is usually obtained by placing external absorbers
above and below the radioactive source to change the efﬁciency
of the 4p(PC) detector. In this method, low-energy electrons are
absorbed ﬁrst because of their smaller range. As more absorber is
added, electrons of higher energies are gradually absorbed.
When a low-energy and a high-energy electron are mixed, the
counts in the spectrum due to the low-energy electrons vanish as
the absorber thickness increases, leaving only the counts due to
the high-energy electrons. Low-energy electrons usually originate
in beta emission or electron capture processes. On the other hand,
conversion electrons usually have high energies and are not
absorbed for a relatively wide range of absorber thicknesses;
therefore, their detection efﬁciencies (ece) remain near one. As a
result, the slope of the extrapolation curve changes proportionally
to (1eb), following the expected behavior predicted by Eq. (1).
Although accurate, this procedure is cumbersome and very time-
consuming because many experimental points are necessary to
build a complete extrapolation curve.
An alternative method to change the efﬁciency of the 4p(PC)
detector is to use pulse height discrimination. This method is very
convenient when a software coincidence system is available, such
as that recently installed at LMN [20]. In this case, all pulse
amplitudes and the corresponding occurrence times for both the
beta and gamma counting channels are recorded. With all of this
information, it is possible to plot the complete extrapolation
curve from a single measurement, saving a great deal of time
while also keeping the radioactive source free from absorbers.
However, the pulse height distribution of a gas-ﬂow 4p propor-
tional counter has a complex shape, and the pulse height
discrimination method may not remove electrons of increasing
energy as desired, due to the effects described below.
The 4p proportional counter installed at LMN is operated as a
gas-ﬂow counter and is not an electron spectrometer except at
low electron energies (o50 keV) because the electron range at
higher energies is larger than the electron path through the
detector gas. Under these conditions, only a fraction of the initial
electron energy is deposited in the gas, and the resulting pulse
height is thus lower than expected. According to MCNPX calcula-
tions applied to the 4p detector geometry, the average energy
deposited in the gas is approximately 10 keV for 100 keV elec-
trons and approximately 4.4 keV for 1000 keV electrons, as shown
in Fig. 3. This behavior can be explained by considering that the
electron’s speciﬁc energy losses due to ionization and excitation
decrease as the electron energy increases [28]. Therefore, the
resulting spectra for high-energy electrons are strongly distorted
towards low pulse amplitudes. When two electron energies are
mixed, e.g., one electron below 50 keV and another above
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Fig. 3. Deposited electron energy spectra in the 4p proportional counter calcu-
lated by code MCNPX. The continuous curve corresponds to 1000 keV and the
dashed curve corresponds to 100 keV initial electron energies, respectively.
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energies will overlap. This effect can be predicted by MCNPX
and has been included in the input response tables used by
ESQUEMA to calculate the 4p(PC) pulse height spectrum.
The Poisson statistics of the number of ion pairs produced in
the gas also affect the pulse height discrimination technique. The
strength of this effect can be estimated by measuring the peak
broadening at low electron energies. In the present work, a 99mTc
source was measured to determine the resolution of K-Auger
electrons at 15–18 keV. At other energies, this effect is deter-
mined using the usual 1=
ﬃﬃﬃﬃﬃ
Ed
p
law, where Ed is the energy
deposited in the gas, which is proportional to the pulse height.
To determine the extrapolation curve using pulse height
discrimination, the 4p(PC) spectrum shape must be theoretically
predicted. The inclusion of the effects described above in
ESQUEMA enabled comparison of the calculated and experimen-
tal spectra, making the extrapolated activity accurately corre-
spond to the correct source activity.0.6
0.7
) 2.4.5. Positron annihilation inside the 4p(PC) counter
When studying pure bþ or mixed bþ/EC emitters, it may be
convenient to place the gamma-ray window at the 511 keV peak
to detect bþ and annihilation photon coincidence events. How-
ever, when applying this procedure, the gamma-ray efﬁciency
changes with the absorber thickness because positron annihila-
tion may occur at different positions inside of the 4p(PC) counter.
Considering that constant gamma-ray efﬁciency is a necessary
condition to obtain the correct extrapolation curve, this effect
must be considered. Detailed consideration on this correction has
already been described elsewhere [9].0.1
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512032.4.6. Resolution effects in the HPGe spectrometer
For the HPGe spectrometer, the FWHM value corresponding to
the full absorption energy peak follows an approximately linear
relationship with the gamma ray energy. For this reason, a linear
ﬁt was applied to the experimental FWHM values and used to
correct for the detector’s ﬁnite resolution by broadening the
gamma ray spectrum generated by ESQUEMA using a normal
distribution with the experimentally determined FWHM.0
0.0 0.5 1.0 1.5 2.0 2.5
Gamma-ray Energy (MeV) 
Cr Hg
Fig. 4. Proportional counter efﬁciency to gamma-rays (in percent). The black
marks correspond to Monte Carlo calculations by means of MCNPX, applying the
geometrical models shown in Figs. 1 and 2. The white marks are experimental
results taken from Moura et al. [25].2.4.7. Standardization of mixed decay radionuclides
Some radionuclides decay through a mixture of processes with
different branch intensities. A typical example is 152Eu, which has
a complex decay scheme involving several transitions that popu-
late the excited levels of 152Sm and 152Gd.This radionuclide was calibrated by plotting a bi-parametric
extrapolation curve that considered the 4p(PC) detector’s efﬁ-
ciencies for both b and electron capture processes. For this
purpose, two gamma-ray windows were set: one corresponding
to a b transition at 344 keV and another one corresponding to an
electron capture transition at 1408 keV. In this case, the bþ
transition can be neglected in activity standardization due to its
very low intensity.
To properly simulate Eqs. (3) and (4), the Monte Carlo simula-
tion of 152Eu included two separate sets of decay branches as
input parameters: one for b transitions and another for electron
capture transitions. This conﬁguration is equivalent to simulating
two radionuclides in a single run.3. Results and discussion
Fig. 4 shows the 4p gas-ﬂow proportional counter photon
efﬁciency calculated by MCNPX and the experimental results. At
low photon energies, the efﬁciency is high, reaching 93% at 4 keV
due to the high photoelectric absorption coefﬁcient in the P-10
gas mixture. This coefﬁcient decreases rapidly as the photon
energy increases, reducing the counter efﬁciency to values near
0.1% at 300 keV. At energies above 500 keV, the efﬁciency starts to
increase due to multiple photon interactions in the gas and
detector walls.
In Fig. 4, the error bars in the calculation represent one
standard deviation (k¼1) and include the statistics of the MCNPX
Monte Carlo calculation and the uncertainties in the PC gas
density. Reasonable agreement is achieved between the Monte
Carlo calculation and the experimental results obtained by Moura
et al. [25] using 203Hg, 51Cr, 54Mn, 60Co and 88Y radioactive
sources. In the cases of 203Hg and 51Cr, the experimental values
are near zero, and the error bars correspond to the one standard
deviation (k¼1) upper limit. Although the overall uncertainties
are rather high (20%), it must be emphasized that the parameter
ebc, which appears in the second term of Eq. (1), contributes very
little to the activity value (o0.1%), and the present results may
therefore be considered satisfactory.
Fig. 5 shows the total absorption peak corresponding to K-X
rays from 99mTc measured with the NaI(Tl) scintillator counter of
System I (Fig. 1). This radionuclide decays by internal transition
and has no beta or electron capture branches. Coincidence
measurements were performed between the internal conversion
electrons and the corresponding K-X rays [10]. Strong agree-
ment is achieved between the Monte Carlo calculations and the
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Fig. 5. Total absorption peak corresponding to 18–21 keV K-X rays from 99mTc,
measured with NaI(Tl) scintillator counter in system I (Fig. 1). The continuous line
corresponds to Monte Carlo calculations by means of code ESQUEMA and the
white marks are experimental results obtained at the LMN [10].
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Fig. 6. Comparison between experimental HPGe 152Eu spectrum (below) and
Monte Carlo calculation by code ESQUEMA (above). The calculated spectrum has
been multiplied by an arbitrary factor (103) to make it easier to compare with
experiment.
Fig. 7. Residuals between experimental total absorption peak net areas and those
calculated by code ESQUEMA for HPGe 152Eu gamma-ray spectra.
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the total energy absorption peak.
Fig. 6 shows the 152Eu gamma-ray spectra obtained by the
HPGe detector of System I. The lower points are the experimental
results obtained at the LMN, and the upper points correspond tothe Monte Carlo calculations of ESQUEMA. Strong qualitative
agreement is evident. To quantitatively compare these results,
the experimental and simulated net peak areas have been
calculated for the primary gamma-ray transitions used for activity
determination. The residuals between the experimental and
calculated total absorption net peak areas are presented in
Fig. 7 with the estimated overall uncertainties. No appreciable
bias is observed, indicating that the MCNPX geometric model
shown in Fig. 1 and the decay characteristics provided to
ESQUEMA can be considered reliable. The uncertainty budget
for this comparison is presented in Table 1. The net peak areas
and their respective uncertainties were determined using the
MAESTRO software package [29], and the cascade summing
correction was calculated using Monte Carlo software developed
at the LMN called COINCIG [30]. The uncertainty in the PC wall
attenuation correction was estimated by assuming a70.1 mm
uncertainty in the PC wall thickness and represents the dominant
contribution to the overall uncertainty at low gamma-ray ener-
gies. The uncertainty in the MCNPX gamma-ray efﬁciency was
estimated by comparing the calculated results with experimental
measurements performed with a standard 152Eu source supplied
by the IAEA.
Because 152Eu has a mixed decay scheme, this simulation is
equivalent to simultaneously simulating two radionuclides. The
intercept and slope (in keV) of the linear ﬁt to the peak FWHM as
a function of the gamma ray energy were 2.38070.023 and
0.00037670.00028, respectively. Fig. 8 presents the behavior of
Eq. (3) calculated using Monte Carlo and compared to the
experimental results from the coincidence measurements. In this
calibration, the gamma-ray windows were set at the 344 keV total
absorption peak for the b branch and at the 1408 keV total
absorption peak for the electron capture branch. The calculated
and experimental points appear indistinguishable in the ﬁgure
because the difference between each pair ranged from 0.86% to
þ1.98%. The extrapolated experimental source activity was
(580.774.3) kBq, and the value calculated using Eq. (3) was
(579.074.5) kBq, in excellent agreement. The uncertainty budget
corresponding to this 152Eu calibration is shown in Table 2.
The primary contribution to the overall uncertainty arises from
the bi-parametric ﬁtting procedure. The gap between the extra-
polated value and the ﬁrst experimental (and calculated) data
point arises because the maximum efﬁciency for electron capture
events is low due to the low Auger electron emission probability
and the proportional counter’s low detection efﬁciency for X-rays
from 152Gd.4. Conclusion
Several improvements have been implemented in ESQUEMA
and are described in the present paper. The detailed geometry of
the coincidence system was incorporated into the response
function calculations, which were performed using MCNPX.
Gamma and X-ray detection in the proportional counter and
X-ray detection in the NaI(Tl), the annihilation quantum detection
efﬁciency in the NaI(Tl) as a function of positron energy and the
resolution functions of PC and HPGe detectors were added to the
ESQUEMA code. All of these changes enabled the simulation of
additional radionuclides that were experimentally calibrated
using the 4p(PC)bg system at the LMN: 22Na [16], 177Lu [20],
198Au [21], 123I [22], 99mTc [19] and 152Eu (present paper).
ESQUEMA was primarily intended to be applied to the LMN
coincidence systems. However, other laboratories may be able to
apply the same code to their own systems. The only requirement
is the photon and electron response functions for each detector in
the coincidence system, which can be determined using any
Table 1
Uncertainty budget for the ratios between experimental gamma-ray net peak areas and those calculated by code ESQUEMA for 152Eu, in percent (k¼1).
Source of uncertainty (%) Gamma energy (keV)
121.78 244.69 344.27 411.11 443.96 778.90 867.38 964.07 1112.07 1408.01
Net area-experimental 0.32 0.83 0.30 2.35 1.76 0.76 1.90 0.72 0.69 0.51
Source attenuation-experimental 0.44 0.32 0.28 0.27 0.26 0.20 0.19 0.18 0.17 0.15
Cascade summing-experimental 0.40 0.43 0.26 0.56 0.63 0.35 0.49 0.19 0.04 0.11
Statistics-MCNPX 0.67 0.63 0.73 0.79 0.81 1.00 1.09 1.13 1.19 1.31
PC wall attenuation-MCNPX 3.18 1.19 0.90 0.80 0.77 0.57 0.54 0.52 0.48 0.43
Gamma-ray efﬁciency-MCNPX 0.57 0.29 1.38 2.70 1.81 0.47 0.36 0.19 0.41 2.35
Net area-ESQUEMA 0.34 0.79 0.31 2.30 1.68 0.68 1.68 0.62 0.73 0.49
Gamma intensity-ESQUEMA 0.46 0.53 0.41 0.45 0.45 0.46 0.59 0.41 0.44 0.43
Total (%) 3.42 1.94 1.94 4.47 3.33 1.72 2.95 1.65 1.75 2.85
Fig. 8. Extrapolation curve between observed activity and inefﬁciency parameters
for 152Eu, according to Eq. (3). The calculated and experimental points are
indistinguishable in the ﬁgure because they are less than 2% apart. The gap
between the ﬁrst and second points is due to electron capture maximum
experimental efﬁciency which is far from unity (58%).
Table 2
Uncertainty budget for the 152Eu activity obtained experi-
mentally and by means of Eq. (3), in percent (k¼1).
Source of uncertainty Value (k¼1) (%)
Decay correction 0.15
Radioactive source mass 0.20
Efﬁciency parameter 0.11
Statistics-beta counting 0.01
Fitting procedure-experimental 0.69
Fitting procedure-Monte Carlo 0.73
Total experimental 0.74
Total Monte Carlo 0.78
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Consideration of the surrounding objects is important because
they can produce X-rays or scattering photons that may affect the
detector response functions. The decay scheme information is
read from an additional ﬁle that can be built easily from data
available in the literature. The ﬁles corresponding to radionu-
clides already standardized by the LMN can be supplied to
interested members of the community.Acknowledgments
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